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Abstract
An emulsion spectrometer has been built and tested with pion beams in a 0.7 T
magnetic field. A momentum resolution, ∆P/P = 13%  1%, has been obtained
for 5 and 10 GeV/c particles.
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1 Introduction
Many particle physics experiments face space constraints and a limited extension
of the magnetic volume. The possibility of measuring momenta over short distances is
therefore of great value. An emulsion spectrometer is a sandwich construction of nuclear
emulsion plates and light-weight spacers placed in a magnetic eld. Given the sub-micron
precision of nuclear emulsions, the momentum can be accurately determined despite hav-
ing short lever arms or being in a moderate magnetic eld. An example of such an appli-
cation is the charge determination of particles with a momentum of a few GeV within a
large solid angle in a xed target experiment.
Previous tests of a similar emulsion spectrometer in an intense magnetic eld (2 T)
were performed for heavy ion studies, for its ability to work in high track density environ-
ments [1]. However, its characteristics can be successfully exploited in high energy neutrino
experiments where the low interaction rate allows a long lasting exposure of emulsions (up
to several years as has been the case in CHORUS [2]). For instance, a possible design for
a next generation ντ appearance oscillation experiment, TOSCA [3], includes a compact
emulsion spectrometer in each module to interface conventional tracking chambers and a
silicon detector and to improve acceptance for low momentum tracks.
We have designed a device able to determine the momentum of charged tracks in
the range 1 to 20 GeV/c, which is of interest for high energy neutrino interactions. This
detector can work in a magnetic eld of 0.7 T, as is envisaged for TOSCA. A prototype
has been built and tested using a pion beam at CERN. The main features of the design are
described in Section 2. Section 3 summarises the experimental conditions of data taking.
In Section 4 the details of the analysis are reported. The results can be found in Section 5.
2 Design of a small scale prototype
The emulsion spectrometer in the test consists of an alternating arrangement of
8 emulsion sheets interspersed with 7 light plastic foam (Rohacellr) spacers placed in
a honeycomb box. The active plates consist of two 100 µm emulsion layers coated on
either side of an 800 µm plastic base. They are individually vacuum packed in light-tight
paper. The separator and box materials are chosen to minimise the mass density in order
to reduce multiple scattering. The spacers are coated with a 127 µm layer of bre glass
to ensure sucient flatness, thickness uniformity and mechanical rigidity. The flatness is
required to be better than 20 µm over an area of about 200  200 mm2. The distance
between successive emulsion plates increases in the beam direction from 8 mm to 32 mm,
as shown in Fig. 1. For the purpose of the test the transverse size of the emulsion plates
is limited to 180 180 mm2.
In each spacer and in the upstream face of the honeycomb box four holes were drilled
to host bi-directional X-ray guns, used as a reference in the scanning. The accuracy of
this reference depends on the size, the shape regularity and the sharpness of the black
circular spot that they produce in the emulsions, the typical diameter being about 1mm.
A concentrated liquid solution, of about 1 MBq/cm3 activity, of 55Fe was used. The high
intensity of the source compensated for the short duration of the test.
3 The test beam setup and data taking
The characteristics of the emulsion spectrometer were studied using negative pion
beams from the CERN PS X9 beam line during September 1997. Three identical spec-
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Figure 1: Side view of the emulsion spectrometer used in the test. The thickness of the
emulsion is not drawn to scale. Units are mm.
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– 15 GeV/c pions and tracks from pion interactions in an upstream, 90 mm thick,
emulsion target;
– 5 and 10 GeV/c beams without upstream target;
– 3 and 5 GeV/c beams and an upstream target for the measurement of the white
kink cross-section, that is the process of pion scattering in emulsion without visible
activity at the vertex.
The results reported here refer to the dedicated exposure to 5 and 10 GeV/c negative
pion beams. The momentum was accurate to better than  1% and the beam spot was
wide enough to obtain a uniform particle density in the ducial area. Beam proles and
intensities were monitored using delay wire chambers and a scintillation counter telescope.
The trigger was given by the coincidence of three scintillation counters placed along
the beam line, upstream of the detector. The last counter, made up of a 5050 mm2
scintillating tile, was placed inside the magnetic eld, at about 100 mm from the spec-
trometer. This dened the ducial area. About 10,000 triggers were counted in the 5
GeV/c run and 9,000 in the 10 GeV/c run, corresponding to a particle density of about 8
mm−2. The total duration of the exposure was half an hour for the rst and an hour for
the second run.
The spectrometer was placed close to the centre of the 11 m2 poles in the 50 cm
gap of a C-magnet, in a region where the eld uniformity, B/B, is better than 810−3.
The magnetic eld strength was set to 0.7 T and its direction was reversed between the
two runs to obtain a clear separation between the two samples after scanning.
The emulsion plates were scanned at CERN with an automatic scanning system
based on a computer-driven optical microscope. The system is described in [4]. The typical
time required to digitise all the tracks, inside a cone with an opening angle of  40 mrad,
in the central 10 10 mm2 of an emulsion plate, is 4 hours. Track reconstruction is
performed oine using the position and slope of all the segments found in each plate.
4 Data Analysis
The result of the scanning is a list of the position and the slope for all track segments.
The coordinate system is chosen such that X is parallel to the magnetic eld and Z is
the longitudinal coordinate. The initial position of the plates is known with a precision of
0.1 to 1 mm. They are given by measurements with a calliper of the X-ray gun holes and
of the thickness of each spacer. Another source of error is the determination of the centre
of the X-ray spot on the emulsion plate during the scanning. The eect is particularly
severe for those cases where the contour of the spot is not sharply dened. In addition, the
spacers were not exactly parallel to each other inside the box. This eect will be referred
to as a tilt.
A nal calibration to better than 10 (100) micron in the transverse (longitudinal)
coordinates is necessary to achieve a good resolution for this short lever arm spectrometer.
It is obtained by iterating dierent steps: plate-to-plate calibration, track nding and track
tting.
As the magnetic eld was never turned o during the data taking, no straight tracks
are recorded in the emulsion. Therefore we have been forced to use the knowledge of the
nominal beam momentum to correct for tilt beforehand. The two momentum samples can
be separated by a selection on the slope in the bending projection in the rst plate. With
our choice of axes the slope is negative for 5 GeV/c particles and positive for 10 GeV/c
particles. The uncorrected angular distribution in the bending projection of all segments
is shown in Fig. 2.
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Figure 2: Angular distribution of the track segments in the bending projection of the rst
plate.
4.1 Calibration
A Gaussian t to the uncorrected angular distributions of the segments in each plate
has been performed to compute the tilt corrections, dened as the dierences between the
peak value for plate n and for the rst plate. For the bending plane the expected devia-
tions due to the magnetic eld are subtracted. The corrections are of the order of a few
mrad and, as expected, approximately equal for the negative and positive slope samples.
Raw data have been corrected using the positive slope sample since this provides the
straightest tracks. We have further assumed that the rst plate, the one most constrained
by mechanical construction, coincides with the plane orthogonal to the Z direction.
In addition, 6 parameters are determined by a plate to plate calibration based on a
minimisation procedure. The parameters are:
– 3 translation osets;
– 2 shrinkage parameters or scale factors for the emulsion plate;
– one rotation angle around the Z axis.
The procedure consists in matching maps of points belonging to two subsequent
plates and it has been adapted from the one used by CHORUS [2], which operated without
magnetic eld. Segments are linearly extrapolated to a virtual plane at half the distance
between the plates to be calibrated, to reduce the magnetic eld eects. For each plate, the
centre of the map is determined by the centre of gravity of the position of the segments.
The total distance between each point belonging to the most upstream map and the closest
one belonging to the second map is minimized using the downhill simplex method [5].
With the rst plate taken as a reference, the calibration constants had to be propagated
plate by plate. Unavoidably, the last plates, which are further apart, suer from a bigger
total calibration error. Statistical errors are evaluated by repeating the calibration several
times. They range from a few microns in the transverse coordinates to hundreds of microns
in the longitudinal one. Being poorly determined by the inter-calibration procedure, the
longitudinal position of the plates was not corrected for in the subsequent steps of the
analysis. This uncertainty introduces an error in the absolute momentum determination
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of a few hundred MeV. In a dierent experimental environment this aspect could be easily
cured, for instance by recording two samples of straight reference tracks impinging at big
angles w.r.t. the longitudinal axis.
4.2 Track finding
The accuracy of the rst plate-to-plate calibration is sucient to join segments that
belong to dierent plates starting from plate 1 and using a rst or second order polynomial
extrapolation in the non-bending and bending projections, respectively. The coecients
of the polynomial are determined by interpolation of the points which are symmetrically-
positioned around the interpolation argument. A chi-squared is built using position and
slope information of the extrapolated track from plate 1, 2,...j and any segment of plate
j+1. The segment corresponding to the smallest χ2 is added to the track provided the
χ2 does not exceed an upper limit. This criterion was tuned on the data. The tracking
algorithm allows for one missing plate and, when there are no segments satisfying the
condition on the χ2, an extrapolation to the subsequent plate is tried. The procedure
does not require sophisticated algorithms to reduce the amount of computation since the
number of segments is limited to about 1000 per plate.
4.3 Track fitting
In the absence of absorbing material, the trajectory of a charged particle in a con-
stant magnetic eld is a helix of constant curvature. The magnetic eld goes along the
X axis of the reference system. The trajectory is well approximated by a circle sector in
the Y Z plane and the displacement in X is proportional to the length of arc S that is
described in Y Z.
The circumference t is performed using the linear approach of [6]:
δk = δ + (yk − y1) sin φ0 − (zk − z1) cos φ0 − C
2(1− Cδ)
(
(yk − y1)2 + (zk − z1)2

,
where (xk, yk, zk) are the coordinates of the k’th point and δk is its distance to the cir-
cumference. The point (x1, y1, z1) is chosen as reference and the 3 parameters are the
curvature of the track, C, the azimuthal angle of the momentum vector at the position of
closest approach to the reference point, φ0 and δ, the distance of closest approach to the
reference point.
The χ2 to be minimized is
χ2 = kjwkjδkδj + kjw
0
kj(xk − x0 − sk tanλ)(xj − x0 − sj tan λ),
where sk is the arc length of the k-th point. Two additional t parameters are λ, related
to the polar angle of the momentum vector (tan λ = 1/tan θ, Px = P cos θ) and x0, which
is the X position where the particle is at the distance of closest approach in the Y Z plane.
The weights are approximated by the elements of the inverse of the two covari-
ance matrices between the hits in the Y Z(wkj) and the XZ(w
0
kj) planes. The covariance
matrices are described in the following Section.
The angular information for each segment is used in the t to retrieve the coordinates
of the two points that correspond to the two measurements on opposite sides of the
emulsion base. A track which spans n plates will correspond to 2n points and its trajectory
will be determined by a t with 2n − 5 degrees of freedom. The correlation between all
these pairs of hits is taken into account in the error matrix.
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4.4 Errors
The 2n  2n covariance matrices have to account for dierent sources of errors
associated with the individual measurements.
Three independent categories can be distinguished: intrinsic, calibration and multi-
ple scattering errors. Intrinsic errors arise from the nite resolution of the nuclear emulsion,
they include also all systematics associated to the scanning system. They contribute both
to diagonal and non-diagonal elements. The non-diagonal elements take into account the
correlation between measurements on either side of the same plate. Calibration errors are
those related to the internal alignment procedure and to the reconstruction of the original
position in the magnet. They are of the order of 10 µm.
The multiple scattering matrix has been computed in the approximation of straight
tracks and considering the density and radiation length of the materials as reported in
Table 1. The values of diagonal elements increase as a function of the plate number from
0 to 100 µm.
Material Thickness Radiation length (cm) Density (g/cm3)
Emulsion 16100 µm 2.97 3.7
Plastic base 8  800 µm 42 1.032
Fibre glass 14  127 µm 10.56 2.56
Rohacellr 832 mm 676 0.06
Table 1: Material thicknesses and properties.
5 Results
The distributions of the residuals, dened as the dierence between the hit position
corresponding to the best t and the measured hit position, are, within errors, centered
at zero.
Sample slope − (%) Sample slope + (%)
all segments in plate 1 548 446
tracks spanning 8 plates 339 62 292 65
χ2 > 0.01 248 45 240 54
Table 2: Number of tracks found and eciencies in the two dierent samples.
The initial number of segments and the number of track candidates obtained when
requiring segments up to the last plate are reported in Table 2. The eciencies, , for
track nding and tting before and after a selection on χ2 are also shown. They are
the product of scanning, track nding and tting eciencies. It should be noted that a
scanning eciency of 82% for each single plate could by itself account for the results, as
can be computed by taking into account that the tracking procedure allows to skip one
plate if the segment is not found.
The distribution of the inverse of the momentum shows two peaks, corresponding to
opposite slopes of the track segment as measured in the rst plate. In gure 3, only long
tracks, that is followed up to plate 8, enter into the histogram. Tracks are further selected
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Figure 3: Distributions of the inverse of the momentum for tracks reconstructed in all
plates: 5 Gev/c sample (a); 10 GeV/c sample (b).
requiring a χ2 probability higher than 10−2. The central values of the inverse momentum,
as obtained by a gaussian t, are -0.192  0.002 GeV−1 and 0.102  0.001 GeV−1. The
one sigma resolution on the momentum is 1.3  0.1 GeV/c for 10 GeV/c pions and 0.65




This value is independent of the momentum, as expected, since the multiple scattering
errors dominate. The expected momentum resolution from a detailed Monte Carlo simu-
lation agrees with the experimental value, and predicts ∆P
P
< 15% for charged particles
up to 20 GeV/c.
6 Conclusion and discussion
We have exposed a compact emulsion spectrometer to pion beams of 5 GeV/c and
10 GeV/c. The detector was optimised for the momentum measurement of particles from
high energy neutrino interactions (order of magnitude of 10 GeV/c) over a short lever
arm and in a magnetic eld smaller than 1T.
The device can also be used as a tracking interface between an emulsion target and
a conventional large volume tracker. Since automatic scanning systems can be very fast,
tracking speed is not an issue and a matching procedure using maps based on full area
scanning has been successfully tried. The tracking eciency loss can be overcome by an
improved quality check of the scanning and more sophisticated tracking algorithms.
The experimental resolution for momentum measurement, P/P, is 13% 1% and
agree with Monte Carlo simulations. This method can therefore be used to measure the
momentum and the charge sign of traversing particles. The alignment procedure can be
simplied by recording in the emulsions the tracks of muons of momenta above 10 GeV/c,
without magnetic eld, impinging on the spectrometer at large angles.
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